Absolute salinity measurement of seawater has become a key issue in thermodynamic models of the oceans. One of the most direct ways is to measure the seawater refractive index which is related to density and can therefore be related to the absolute salinity. Recent advances in high resolution position sensitive devices enable us to take advantage of small beam deviation measurements using refractometers. This paper assesses the advantages of such technology with respect to the current state-of-the-art technology. In particular, we present the resolution dependence on refractive index variations and derive the limits of such a solution for designing seawater sensors well suited for coastal and deep-sea applications. Particular attention has been paid to investigate the impact of environmental parameters, such as temperature and pressure, on an optical sensor, and ways to mitigate or compensate them have been suggested here. The sensor has been successfully tested in a pressure tank and in open oceans 2000 m deep.
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Introduction
The most recent definition of the thermodynamic equations of seawater [1] (TEOS-10) given by the UNESCO/IOC SCOR/IAPSO working group 127 (WG127), based on a Gibbs potential function of absolute salinity S A , temperature T and pressure p, focuses on the absolute salinity assessment. Nowadays, seawater salinity is calculated by formulas of the practical salinity scale of 1978 (PSS-78) [2, 3] based on conductivity ratio measured by conductance sensors. But, for seawater samples with a different composition from standard seawater, practical salinity values S p (which are dimensionless) present some biases [4] . First, they do not take into account non-ionic compounds dissolved in seawater causing deviations between S A and S p , S A being the mass fraction of the dissolved material in a given seawater sample, measured in standard conditions. S A (expressed in g kg −1 ) is directly related to density ρ,a fundamental quantity in oceanography, and in order to take into account the problems related to the traceability to the international system of units (SI), the WG127 has defined the notion of 'density salinity' S A dens , which is the mass fraction of solution which has the same density as the sample it comes from in standard temperature and pressure conditions. Models were built to correct differences between S A and S p , and in 2009 McDougall et al [4] proposed to use the relation S A = S R + ξδS A dens , where S R is a reference salinity calculated from practical salinity measurement, ξ a proportionality constant and δS A dens an empirical value obtained from a salinity value calculated from direct density measurements using the relation ρ = 1/g P (S R ,t ,p ), where g P is the Gibbs function [5] . McDougall et al [4] assessed the value of δS A dens and found it to be as large as 0.025 g kg −1 'in the northernmost North Pacific' open ocean, mostly because of silicates which are non-ionic compounds. The assessment of this value is more delicate in coastal and estuarine waters.
Second, as shown by Setz et al [6] , the so-called IAPSO/standard seawater is used to calibrate laboratory salinometers so that conductance sensors, and more precisely the reference salinity value, can be determined with a standard uncertainty of 0.01 with respect to the SI conductance standards, whereas the oceanographers' community expects uncertainty values close to 0.002. According to Setz, it means that long timescale traceability of salinity measurements can be done only with a relative standard uncertainty of 3 × 10 −4 , which is too large for oceanographic purposes. Furthermore, the uncertainty of ξδS A dens is difficult to estimate with respect to the SI, leading to SI-incompatible estimates of S A [7] .
Finally, conductivity depends strongly on temperature. That leads to difficulties in aligning response times of conductance and temperature sensors. Because of S p calculation with the PSS-78 relations, misalignments lead to artifacts in salinity values, especially when measurements are made in non-mixed thermoclines. Even when data are corrected by the correction algorithms of the instruments provided by the manufacturers, errors as large as 0.017 (on average) persist for measurements in strong salinity gradients [8] . This increases the expected uncertainty in practical salinity values.
To avoid these biases, accurate measurements of the seawater refraction index have become an area of particular interest. In 2009, we developed a method using advances in high resolution position sensitive devices (PSD), taking advantage of small beam deviation measurements by a twinprism refractometer (TRP) [9] . This method has been employed to build a prototype, usable in open ocean to a depth of 2500 m. In its development, special attention has been paid to the impact of environmental parameters, such as temperature and pressure on the optical sensor or temperature wavelength drift of the laser, and the ways in which these have been mitigated or compensated. Salinity calculation and environmental variables compensation have been possible only by integrating into the instrument sensors to measure external temperature and pressure and the laser's internal temperature. This prototype has been tested successfully, in a pressure tank and at sea to a depth of 2000 m during an oceanographic cruise, and we have obtained the first deep-sea index profile, calibrated in salinity.
Refractive index and density measurements theoretical background
It is well known that density and absolute salinity can be assessed by a direct measurement of the refractive index. Different relations have been established to express the refractive properties of fluids as a function of their state parameters [10] : n 2 − 1 = Kρ found by Newton and Laplace (1821), n − 1 = Kρ found by Gladstone and Dale (1863), (n 2 −1)/(n +0.4)= Kρ found by Eykman (1895) and
found independently by Lorentz and Lorenz, in the same year (1880), where K is a constant. The Lorentz-Lorenz formula is the only one justified theoretically [11] , and its second member is generally expressed in terms of molecular mean polarizability m p and number of molecules per unit volume N. Relation (1) can then be written as
ε being the dielectric constant. If the molecular weight W of the species present in the fluid is known (as is the case for reference seawater [12] ), the Lorentz-Lorenz relation can be expressed in terms of molar refractivity m r , and relations (1) and (2)give
For pure water, according to Reisler and Eisenberg, this equation does not describe correctly the observed shift between the temperature of the maximal refractive index and the temperature of the maximal density. They proposed in 1965 a semi-empirical relation describing the variation of the water refraction index [13] :
In relation (4), C 1 , C 2 and C 3 are constants depending on the wavelength λ. In 1984, Saubade showed that even in the case of water, the Gladstone-Dale refringence formula combined with the Reisler-Eisenberg relation gives the best results and can be generalized to any kind of liquid [14] . But, in the earlier formulation, Thormählen et al verified the assumption that, if the Lorentz-Lorenz relation depends strongly on the wavelength, it varies slowly with temperature (no more than 1% between ambient temperature and boiling point) and molar density [15] . Hence, the molar refractivity of pure water behaves in the same way as any other elementary fluid, for a given wavelength. This can be theoretically explained and modeled by an empirical relation function of ρ, t and λ [16] . Contrarily, several authors attempted to establish empirical relations between the seawater refractive index and its variations in temperature, salinity and pressure. In 1990, Millard and Seaver proposed a 27 term algorithm covering the range 500-700 nm in wavelength, 0-30
• C in temperature, 0-40 in practical salinity and 0-11000 dbar in pressure to compute the seawater refractive index [17] . By measuring the refractive index and inverting this algorithm, salinity can be extracted with accuracies close to oceanographic purposes at low pressure, but not at high pressure. This algorithm establishes a link between practical salinity and refractive index but, more recently, Millero and Huang have published relations between S A and ρ, usable in the ranges of salinity 5-70 g kg −1 and temperature 273.15-363.15 K, with a standard error of 0.0036 kg m −3 in density, compatible with oceanographic purposes. Such relations are not usable with pressure values, but at this time, density can be computed as a function of practical salinity and pressure using Millero et al's equation [18] . This equation has been recently improved by measurements on standard seawater corresponding to S A = 35.16504 g kg −1 , and extended temperature and pressure ranges [19] , making density a good candidate for salinity traceability to SI [7] , and refractometry for indepth measurements, well suited to expected oceanographic accuracy.
Theoretical principle of the refractometer
Optical technologies for a long time have been considered irrelevant in performing salinity measurements in depth and in open oceans, due to the ocean medium constraints [20] . Reported developments of sensor prototypes never resulted in regular applications due to lack of stability or reliability under temperature and pressure. Recent advances in high resolution PSD measuring beam deviations have enabled (with a 12 mm Hamamatsu S3932) a full exploitation of fine deviations achievable by refractometers according to WG 127 requirements (i.e. uncertainty on refractive index of 1 ppm at atmospheric pressure and 3 ppm at high pressure). Various optical implementations are possible but for salinity measurements, where the impact of environmental features is critical, a TPR [9] has been preferred for providing an intrinsic index thermal compensation (see figure 1) .
TPR beam deviations are directly derived from the following Snell-Descartes refraction laws:
with n L and n R being the refractive indices of the left and right prisms. Hence, the beam deviation dr can be easily expressed as a function of the sea index variation dn:
with
From (7) and (8), the refractive index resolution dn is obtained as
Relation (9) exhibits the design parameters (L, A, θ , n L , n R ), to which the laser wavelength λ should be added. Most of these parameters depend on environmental parameters (t, p). Theoretically, L can be adjusted according to the required resolution where the main parameter impacting the refractive index resolution is the incidence angle A. deviation requires long prisms to cover the PSD, whereas near total reflection is impinged by beam vignetting as well as the presence of turbid zone, at the two prisms junction. Figure 2 illustrates that with A = 50
• ,dn is greater than 1 ppm. Even if it seems that length L can be freely adjusted, it is practically not the case. It is better to reduce the thermal inertia of the optical block by limiting the glass volume.
Two main environmental parameters that will impact the performance are pressure and temperature.
The pressure impacts the glass refractive index with a coefficient dn Glass /dp = 4 × 10 −8 /dbar [21] . If the pressure is known with an accuracy of 2 dbar, the added uncertainty on salinity is ≪ 10 −3 gk g −1 , and can be neglected. However, it is not the case for the temperature which impacts several parameters such as the laser wavelength dλ/dt, the refractive indices of glasses dn L /dt and d(dn R )/dt, the optical path length dL/dt and the PSD length Ldr/dt. Before estimating the influence of temperature on wavelength and refractive indices, let us determine the maximum length (L max ), beyond which it is impossible to maintain the refractometer resolution without electronic correction. Figure 3 shows the optical block and sensor expansions as a function of L. Due to symmetry along the PSD axis, the calculation is performed on one-half of the PSD and for positive value t − t 0 .U s i n g α G and α Si , the expansion coefficients of glass (optics) and silicon (PSD), respectively, we obtain dP G = dr max × α G × L×(t − t 0 ) and
Consequently, the laser beam positioning error on the PSD as a function of the length L, for a deflection angle dr max corresponding to a refractive index variation of 0.01 (A = 55 • ), a temperature change t − t 0 = 20 • C, α G = 12.7 × 10 −6 , α Si = 2.6 × 10 −6 follows a linear variation. Therefore, maintaining a positioning accuracy close to the PSD resolution without off-line corrections results in an optimum length (L max ). This enables us to deduce from (5) the refraction angle dr corresponding to a seawater refractive index change of ± 0.01 (compared to 1.34) and determine the most suitable PSD. For instance, with a PSD resolution of 0.2 µm we obtain a length L ≈ 60 mm, with dn =±0.01, θ = π/4, A = 55 • , n = 1.34, n L = 1.515 090 and n R = 1.486 010, and dr which is equal to ± 19 mrad. To guarantee this resolution, the laser beam should cover the usable PSD part (with the smallest beam waist) according to the considered refractive index (or salinity) range. Three types of high-resolution PSD are available: 3 mm (0.1 µm), 6 mm (0.2 µm), 12 mm (0.3 µm). By subtracting the laser beam waist (∼500 µm), we obtain L 3mm = 65.8 mm, L 6mm = 144.7 mm and L 12mm = 302.6 mm. According to the above consideration, the expansion effect can only be neglected with the 3 mm PSD, maintaining the maximum refractometer resolution.
To make the optics insensitive to temperature variations, twin prisms (two half-prisms equivalent to Schott N-BK7 and N-FK5) are used whose thermo-optical coefficients have the same value but opposite signs. From 0
• to 40
The refractive index variation of both optical prisms results in a self-compensated variation of beam angular deflection. However, the latter causes a shift of the output beam on the PSD. This implies that this shift is compensated by the same shift of the PSD. A solution to make the sensor fully insensitive to the thermo-optical effect is a PSD set-up on a substrate, to which the differential expansion coefficient allows a PSD motion of the same value. The laser beam shift due to dn Glass /dt equals minus the expansion holder shift (x) due to d lengthholder /dt. The last parameter to be considered is the laser wavelength dependence on temperature (0.2 nm/
• C). Temperature changes will cause a wavelength drift itself causing a refractive index change. This drift can be compensated electronically using the Sellmeier relationship [22] 
where A i and B i are the coefficients provided by the respective manufacturers (e.g. Schott). These data allow the establishment of equations to compensate the refractive indices n L and n R with a good standard deviation (σ = 4 × 10 −8 ):
n L = 3 × 10 −9 t 2 − 5.21 × 10 −6 t +1.515 1172 and n R = 2 × 10 −9 t 2 − 7.666 × 10 −6 t +1.486 0987.
For a given temperature and given wavelength, computed refractive indices are introduced into (9) to obtain dn. Another option consists in controlling the laser diode temperature. have been obtained (10 g kg −1 ) [ 23] making it appropriate for deep-sea measurements. The choice of angle A depends on the PSD available resolution and the considered salinity range resulting in dedicated configurations for deep-sea or coastal applications. Optical sensors provide direct access to the absolute salinity unlike conductivity sensors exhibiting intrinsic errors of about 0.16 g kg −1 on the absolute salinity in some oceanic areas. They require a temperature and pressure accuracy of 2.10 −2 • C and 1 dbar to compute salinity (i.e. with an order of magnitude smaller than for conductivity sensors).
Development and integration of the NOSS prototype
The refractometer has been containerized in order to make it usable for in situ environmental media used in oceanography such as surface buoys, sea bottom observatories, profiling Provor floats, gliders and CTD (conductivity, temperature, depth) profilers. Compactness, pressure, temperature inertia and corrosion have been major concerns during the design. This prototype has been called NOSS for the NKE optical salinity sensor.
Unlike the prototype described in [9] , the beam path has been deviated by gold mirrors deposited on angles of the prisms specially sized to reflect the beam on the PSD ( figure 5(a) ). In this way, the laser diode and the PSD are on the same side of the instrument, making integration in a container easier ( figure 5(a) ). A thermistor calibrated with Steinhart-Hart relation to an uncertainty of ±0.005
• C has been used to measure the water temperature near the optical sensing area. This thermistor is protected from pressure and humidity effects by using a stainless steel thin rod ( figure 5 ). The laser temperature is measured by a second thermistor calibrated to an uncertainty of ±0.01
• C, fixed near it, inside the electronic container. A pressure sensor has been integrated near the base of the two prisms. Its measurement range is 0-300 bar and its initial accuracy ± 0.05%.
Specific mechanical design and materials have been used in order to optimize the optical cell mounting in order to obtain complete independence versus temperature variations and pressure. The NOSS container has been tested under pressure up to 350 bar to check its tightness. A specific electronic board has been designed to allow high frequency measurements up to 24 Hz in order to make it compatible with CTD profilers. Special care has been taken during electronic design in order to reduce as much as possible the power consumption and measurement noise. The electronic system measures laser position up to the PSD, laser temperature and in situ temperature and pressure, in order to compute final high precision density and salinity. The NOSS sensor is powered by a 12 V supply and consumes less than 600 mW. It has been successfully tested in laboratory to evaluate adverse effects due to in situ fluorescence and turbidity.
Calibration and correction in temperature, wavelength and pressure of the prototype
In order to assess the characteristics of the index measurements, the sensor has been placed in a calibration bath filled with seawater (S p = 34 812, turbidity = 0.7 NTU) through which thermal stability can be regulated to 0.001 • C peak to peak, over 20 min, between 0
• C and 35
• C. The sensor's noise has been measured at 10
• C, in the bath stirred and not stirred. Stirring is produced by a propeller which generates strong helicoid laminar ascendant movements Figure 6 . Dots represent the sensitivity of the PSD position (P) as a function of pressure (p) applied during the experiment in the pressure tank. The straight line is the average correction applied to the data. Under 500 dbar, the position data show an increasing discrepancy due to the inaccuracy of the corrections applied to the measured P. These corrections are necessary because the salinity decreased by 0.059 and the temperature by 1.508
• C during the measurements. But, by applying an average sensitivity dP/dn = 81.431 on the residual position errors, these discrepancies correspond only to maximal residual errors of 9 × 10 −7 for increasing pressures and −5 × 10 −7 for decreasing pressures, on the index. of water. It appears that the two extreme conditions of measurements generate average shifts in the order of only 1 × 10 −6 in the value of the index but the stirring generates standard deviations four or five times higher than the quiet water where the index standard deviation is also in the order or less than 1 × 10 −6 . It is explained probably by the index micro-gradients generated by quick variations of temperature as the beam crosses the measurement volume.
Despite the careful design of the sensor, the laser spot position on the PSD is sensitive to the temperature of the PSD, the pressure applied on the prisms and the wavelength variations due to the laser temperature. So, it is necessary to apply corrections δP on the measured positions P, as follows:
where ∂n/∂λ, ∂n/∂t and ∂n/∂p are obtained by deriving, with respect to λ, t or p, the four expressions of Millard and Seaver algorithm [17] . Laser diode sensitivity to temperature variations requires a correction of wavelength values used to compute the refractive index. The laser sensitivity to temperature has been measured: dλ/dt = 0.1899 nm • C −1 . However, ∂n/∂λ is not constant to the needed accuracy for salinity variations > 1 unit, and it is necessary to estimate the salinity value before computing the correction δP(λ). ∂P/∂n can be obtained by computing relation (9) and approximating n, or by measurements during the calibration. ∂P/∂n is then approximated per segment, by calculating position, index and temperature differences between temperature levels generated stepwise between 0
• C and 30
• C, in order to determine ∂P/∂t as well. Salinity being constant to ± 0.001 and pressure variations being negligible during the measurements, it appears that the sensitivity ∂P/∂t can be corrected by a simple second order polynomial of this kind: δP(t) = 0.110 × (−0.004 0919 − 2.837 × 10 −4 t +1.3× 10 −6 t 2 )(r 2 = 0.9998). Then, pressure effects on P have been studied in a pressure tank. The sensor has been placed in a container equipped with a bladder sensitive to pressure and a CTD profiler (SBE 37, Sea Bird Electronics), in order to measure conductivity, temperature and pressure variations. The container has been filled with seawater (S p = 33.8), placed in the pressure tank, and pressure levels have been applied from atmospheric pressure to 2500 dbar. It appeared that P variation versus pressure is very linear (figure 6). As the temperature and the salinity of the container were not constant to less than 0.002 during the experiment, P values have had to be corrected to calculate the sensitivity ∂P/∂p. The pressure corrections then take a simple form: δP(p) = 1.194 × 10 −4 − 3.694 × 10 −9 p, which leads a maximal residual error of 9 × 10 −7 in the index.
The sensor being compensated in temperature, pressure and wavelength, the PSD voltage expressed in position, can be calibrated in refractive index (see figure 7) . Values measured during temperature compensation can be used for that purpose. Refractive index reference values are calculated with the Millard and Seaver algorithm [16] . For p = 0 dbar and S = 35, the standard uncertainty of this algorithm is stated to be 4.7 × 10 −6 and its computation results in the following linear relation: n = 0.011 496 × P + 1.335 718 (r 2 = 0.9992).
Results of trials at sea
Trials took place at sea in spring 2010, during an oceanographic campaign in the Bay of Biscay. A 2000 m depth profile has been realized in an area where density variations are mostly due to temperature variations. A first refraction index profile has been measured to the frequency of five samples per second and a down cast speed of 0.5 m s −1 (see figure 8 ). This profile has been expressed in salinity by inverting the Millard and Seaver algorithm. It is similar to the one obtained with a reference CTD profiler, Sea Bird Electronics, SBE 9 + ,usedto recover the index sensor data, in that small salinity variation details can be compared. A second profile has been realized, at the same down cast speed, in a coastal area where density variations are mostly due to salinity variations. Once again, the index sensor is able to see the small salinity variations visible on the CTD profile, which proves the ability of this kind of sensor to be used at sea in regular applications. 
Conclusion
Conclusively, to assess absolute salinity and seawater density, the refractive index theoretical method exposed in 2009 by Malardé et al [9] has been used to develop an instrument called NOSS. In order to improve the compactness without losing the resolution capacities of the theoretical method, mirrors have been added to the prisms, and the beam path has been modified.
This design allowed the laser and the PSD to be held on the same level in the container. This prototype has been tested in a calibration bath to obtain correction relations between the measured laser spot position and the temperature and wavelength variations. It has been also tested in a pressure tank to study the effect of pressure on the position. These measurements have shown that it was possible to correct this sensor in order to hold the required accuracy, on the refractive index, of 1 ppm at atmospheric pressure and 3 ppm under high pressure, which confirms the theoretical studies made previously.
First trials at sea have shown promising results but future studies are still necessary to improve the reliability and the thermal inertia of the sensor, and to find corrections to align the index measurement response time to the temperature sensor in order to improve salinity accuracy in strong temperature gradients. Measurements at higher pressures must also be foreseen in a new design.
